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Abstract:
Purpose:
To compare the keratometric and total corneal astigmatism measures provided by three different technologies as well as to assess the level of
interchangeability among them.
Methods:
A Prospective, comparative study enrolling 94 eyes from 53 patients (age, 29-77 years) was carried out. All participants were patients with the
diagnosis of cataract or patients with a transparent crystalline lens but seeking surgical presbyopia correction. A complete eye examination was
performed in  all  eyes,  including corneal  analysis  with  three  different  devices:  IOL-Master  700 (Carl  Zeiss  Meditec),  Cassini  (i-Optics),  and
Pentacam (Oculus  Optikgeräte  GmbH).  Interchangeability  of  standard  and  total  keratometric  readings  (equivalent  keratometric  readings  for
Pentacam) and astigmatism measures with these three systems were evaluated with the Bland-Altman analysis.
Results:
Significantly higher standard and total keratometric readings were obtained with the IOL-Master compared to the other two systems (p<0.001).
Likewise, a significantly higher magnitude of standard and total keratometric astigmatism was obtained with the Cassini system (p<0.001). Ranges
of the agreement for corneal power measurements between devices varied from 0.58 D to 1.53 D, whereas they ranged from 0.46 D to 1.37 D for
standard and total astigmatism measurements.
Conclusion:
Corneal power and astigmatism measures obtained with IOL-Master 700, Cassini, and Pentacam systems cannot be used interchangeably. The
impact of these differences on the refractive predictability achieved with different types of intraocular lenses (IOL) should be evaluated in the
future in order to define which is the best corneal evaluation approach for optimizing the IOL power calculations.
Keywords:  Corneal  topography,  Color  light-emitting  diode  reflection  topography,  Pentacam,  Scheimpflug  imaging,  IOL-Master,  Optical
biometry, Keratometry.
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1. INTRODUCTION
Cataract  surgery  with  toric  intraocular  lens  (IOL)
implantation is an effective option for visual rehabilitation in
presbyopic or cataract eyes with pre-existing corneal
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astigmatism [1]. A critical issue for an optimized outcome with
this  type  of  implants  is  an  adequate  calculation  of  the
astigmatic  power  required  for  the  IOL  that  is  going  to  be
implanted [2]. This calculation is based on the magnitude and
axis of corneal astigmatism considered, which can be measured
and  calculated  using  different  devices  and  mathematical
approaches [3]. The classical keratometric approach estimates
the  corneal  astigmatism  considering  the  cornea  as  a  single
dioptric  surface  separating  two  media,  air  and  one  fictitious
medium represented by the keratometric refractive index [4].
Therefore, the contribution of the posterior corneal astigmatism
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to total corneal astigmatism is assumed to be negligible [4], but
this has been demonstrated to contribute to clinically relevant
errors [5, 6]. Specifically, the magnitude of posterior corneal
astigmatism  (PCA)  has  been  demonstrated  to  be  correlated
with  anterior  corneal  astigmatism  (ACA)  for  patients  with
with-the-rule (WTR) astigmatism, but there was a weak and no
correlation  for  oblique  and  against-the-rule  (ATR)  eyes,
respectively  [6].  Likewise,  the  magnitude  and  axis  of  PCA
have been shown to vary significantly  in  the healthy cornea,
especially when ATR ACA is present [7].
Different  algorithms  of  correction  of  keratometric  esti-
mations of total  corneal  astigmatism have been developed to
consider the potential contribution of PCA to the calculations
of  the  power  of  toric  IOLs,  as  well  as  the  contribution  of
incision-induced  posterior  corneal  astigmatism  and  effective
lens  position  [3,  8  -  12].  For  example,  the  Abulafia-Koch
regression formula was developed to estimate the total corneal
astigmatism according to some adjustments based on standard
keratometry  measurements  [13].  Manufacturers  of  new
topographic and tomographic devices have also included direct
estimations of total corneal astigmatism according to different
types  of  calculations  [14  -  17].  Comparative  studies  are
necessary to evaluate the level of interchangeability of all these
measures and how differences among estimations can influence
the  refractive  correction  predictability  achievable  with  toric
IOLs.  The  aim  of  the  current  study  was  to  compare  the
keratometric and total corneal astigmatism measures provided
by three different technologies as well as to assess the level of
interchangeability among them.
2. MATERIALS AND METHODS
2.1. Patients
This prospective comparative study enrolled 94 eyes from
53 patients ranging in age from 29 to 77 years old. All these
participants  were  recruited  from  the  anterior  segment
consultation  at  Vithas  Eurocanarias  Instituto  Oftalmológico,
where this clinical research was developed. Inclusion criteria
were cataract patients or subjects with a transparent crystalline
lens but seeking surgical presbyopia correction and being good
candidates for lensectomy, aged between 18 and 80 years old,
and the possibility of obtaining good quality topographic maps
with  the  three  devices.  Exclusion  criteria  were  continuous
contact lens wear, previous ocular surgery, previous diagnosis
of dry eye, corneal opacities or scars, the inability to get good
fixation  from  the  patient  during  corneal  topography
measurements, and presence of any active ocular or systemic
disease. This study was approved by the Ethics Committee of
Vithas Eurocanarias and was performed in accordance with the
ethical  standards  laid  down  in  the  Declaration  of  Helsinki.
Written  informed  consent  was  obtained  from  all  subjects
participating  in  the  study.
2.2. Measurement Protocol
The  eye  examination  performed  in  all  eyes  included
measurement  of  uncorrected  and  corrected  distance  visual
acuity,  objective  and  manifest  refraction,  slit-lamp
biomicroscopic  examination,  Goldmann  tonometry,  corneal
curvature and biometric measurement with the IOL-Master 700
system (Carl Zeiss Meditec AG, Jena, Germany), and corneal
topography  with  the  Cassini  (i-Optics,  The  Hague,  the
Netherlands,  distributed  by  Ophthec)  and  Pentacam  systems
(software version 1.14r01, Oculus Optikgeräte GmbH, Wetzlar,
Germany).  Calibration  of  both  topographers  and  optical
biometer  was  performed  according  to  the  manufacturer’s
instructions before initiating the study. All measurements were
performed by the same single experienced examiner following
the  specific  sequence  IOLMaster-Cassini-Pentacam.  Data
analysis  extraction  and  analysis  were  performed  by  another
independent examiner.
The IOL Master 700 is an optical biometer combining the
telecentric  3-zone  keratometry  and  swept-source  OCT
technologies.  Besides  anatomical  measurements,  this  system
provides two corneal parameters,  total  keratometry (TK) and
astigmatism.  These  parameters  are  calculated  considering
anterior  and  posterior  corneal  curvature  as  well  as  corneal
thickness  [18].  The  Cassini  system provides  anterior  corneal
topographic  measurements  derived  from  the  analysis  of  the
specular reflection of 679 colored light-emitting diodes (LEDs)
as well as a measure of the curvature of the posterior corneal
surface  based  on  the  information  obtained  from 7  additional
projected infrared LEDs [19]. With all this data, the software of
the system calculated the total corneal power and astigmatism,
including magnitude and axis [19]. Concerning the Pentacam
system (Oculus Optikgeräte GmbH, Wetzlar, Germany), it uses
Scheimpflug imaging to characterize the anterior segment [20].
A total of 100 images with 500 measurement points are taken
with this device on the anterior and posterior corneal surfaces
over a 180-degree rotation [20]. Gaussian approaches for the
calculation  of  total  corneal  astigmatism  considering  the
geometry  of  both  corneal  surfaces  and  pachymetry  are
provided by this device, such as the calculation of equivalent
keratometric readings (EKR) [20].
2.3. Statistical Analysis
Statistical analysis of the results was done using the SPSS
program  v.19.0.0  for  Windows  (SPSS  Inc.,  Chicago,  IL).
According to Kolmogorov–Smirnov test, all studied parameters
followed a normal distribution, therefore, parametric tests were
applied. Differences between the three devices compared were
evaluated  for  the  following  parameters:  steepest  (K2)  and
flattest  standard  keratometric  readings  (K1),  steepest  (TK2)
and  flattest  total  keratometric  readings  (TK1),  and  white-to-
white  corneal  diameter  (WTW).  An  analysis  of  variance
(ANOVA)  for  repeated  measures  was  used  to  assess  the
statistical significance of differences. As a post-hoc test, the t-
test for paired data, including Bonferroni correction was per-
formed.  Pearson  correlation  coefficients  were  used  to  assess
the  correlation  between  measures  obtained  with  the  three
devices  evaluated.  All  statistical  tests  were  2-tailed,  and  p-
values less than 0.05 were considered statistically significant.
After  this,  an  evaluation  of  the  interchangeability  of
measurements obtained with the three devices was performed
using  the  Bland-Altman  method.  The  limits  of  agreement
(LoA) were defined as the mean ±1.96 standard deviation (SD)
of the differences.
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Table  1.  Summary  of  the  measures  obtained  with  the  IOL-Master  700,  Cassini,  and  Pentacam  devices.  Abbreviations:
steepest (K2) and flattest standard keratometric readings (K1), standard keratometric astigmatism (ΔD_K), steepest (TK2)
and flattest total keratometric readings (TK1), standard total keratometric astigmatism (ΔD_TK), white-to-white corneal
diameter (WTW). Concerning the Pentacam system, the equivalent keratometric readings (EKR) were considered as the total
keratometric readings.
IOL-Master 700
(IOLM)
Cassini
(CAS)
Pentacam
(PTC)
p-value
K1 (D) 43.13 (1.44)
43.20 (39.14 to 46.36)
42.74 (1.48)
42.90 (38.90 to 46.14)
43.02 (1.41)
43.10 (39.00 to 46.10)
<0.001
IOLM-PTC 0.001
IOLM-CAS <0.001
PTC-CAS <0.001
K2 (D) 44.01 (1.58)
43.97 (39.66 to 49.01)
43.69 (1.63)
43.69 (39.14 to 48.46)
43.90 (1.53)
43.85 (39.40 to 48.80)
<0.001
IOLM-PTC 0.003
IOLM-CAS <0.001
PTC-CAS <0.001
ΔD_K (D) 0.88 (0.73)
0.72 (0.00 to 5.26)
0.95 (0.72)
0.87 (0.05 to 5.15)
0.88 (0.70)
0.70 (0.00 to 5.10)
0.007
IOLM-PTC <0.001
IOLM-CAS <0.001
PTC-CAS <0.001
TK1 (D) 43.19 (1.46)
43.33 (38.99 to 46.54)
41.68 (1.46)
41.75 (36.21 to 44.80)
42.86 (1.46)
43.01 (38.45 to 46.01)
<0.001
IOLM-PTC <0.001
IOLM-CAS <0.001
PTC-CAS <0.001
TK2 (D) 44.07 (1.57)
44.14 (39.18 to 48.81)
42.70 (1.57)
42.67 (37.94 to 46.89)
43.62 (1.52)
43.75 (39.20 to 46.95)
<0.001
IOLM-PTC <0.001
IOLM-CAS <0.001
PTC-CAS <0.001
ΔD_TK (D) 0.88 (0.73)
0.67 (0.00 to 5.06)
1.02 (0.71)
0.87 (0.08 to 4.61)
0.76 (0.62)
0.65 (0.08 to 4.31)
<0.001
IOLM-PTC <0.001
IOLM-CAS <0.001
PTC-CAS <0.001
WTW (mm) 12.05 (0.41)
12.10 (11.20 to 13.00)
12.38 (0.55)
12.30 (11.30 to 14.70)
11.64 (0.44)
11.60 (10.50 to 12.80)
<0.001
IOLM-PTC <0.001
IOLM-CAS <0.001
PTC-CAS <0.001
3. RESULTS
The study involved 94 eyes (46 right and 48 left eyes) of
53 subjects (33 males and 61 females) with a mean age of 58.8
years  old  (range  29  to  77  years).  Mean  axial  length  in  the
analyzed sample was 24.04 ± 1.75 mm (range 21.14 to 28.71
mm) and the mean anterior chamber depth was 3.21 ± 0.41 mm
(range  2.27  to  3.99  mm).  Mean logMAR CDVA of  the  eyes
evaluated  was  0.13  ±  0.19  (range  0.00  to  1.00).  Table  1
summarizes  the  anterior  and  total  corneal  topographic  para-
meters obtained with the three topographic devices analyzed.
As  shown,  statistically  significant  differences  were  found
between  devices  for  all  the  parameters  evaluated  (p<0.001).
Specifically, standard and total keratometric readings obtained
with  the  IOL-Master  system  were  significantly  higher  than
those obtained with the other two devices (p≤0.003). However,
the magnitude of standard and total keratometric astigmatism
obtained with the Cassini system was significantly higher than
the  astigmatic  values  provided  by  the  other  two  devices
(p<0.001). Likewise, significantly higher values of WTW were
obtained  with  the  Cassini  system compared  to  the  other  two
devices (p<0.001).
An  analysis  of  the  interchangeability  of  the  measures
provided by the three devices evaluated was performed using
the  Bland  and  Altman  method.  For  standard  keratometric
readings,  ranges  of  agreement  (range  from  -1.96*SD  to
1.96*SD)  varied  from  0.58  D,  for  the  comparison  of  K2
obtained with IOL-Master and Pentacam systems, to 1.03 D for
the  comparison  of  K1  obtained  with  Pentacam  and  Cassini
systems  (Fig.  1).  Concerning  total  keratometric  readings,
ranges of agreement varied from 0.70 D, for the comparison of
K1 obtained with IOL-Master and Cassini systems, to 1.53 D
for the comparison of K2 obtained with Pentacam and Cassini
systems  (Fig.  2).  Ranges  of  the  agreement  for  standard  and
total  keratometric  astigmatism were  between  0.46  D,  for  the
comparison of standard keratometric astigmatism obtained with
IOL-Master  and  Pentacam  systems,  and  1.37  D  for  the
comparison  of  total  keratometric  astigmatism  obtained  with
IOL-Master and Cassini systems (Fig. 3)
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Fig. (1). Bland-Altman plots for the comparison of the values of standard keratometric flattest (K1) and steepest (K2) keratometric readings obtained
with the IOL-Master (IOLM), Cassini (CAS) and Pentacam (PTC) devices. The dotted lines show the limits of agreement (±1.96SD).
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Fig. (2). Bland-Altman plots for the comparison of the values of total keratometric flattest (TK1) and steepest (TK2) keratometric readings obtained
with the IOL-Master (IOLM), Cassini (CAS) and Pentacam (PTC) devices. The dotted lines show the limits of agreement (±1.96SD). Concerning the
Pentacam system, the equivalent keratometric readings (EKR) were considered as the total keratometric readings.
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Fig. (3). Bland-Altman plots for the comparison of the magnitude of standard (ΔK) and total (ΔTK) keratometric astigmatism obtained with the IOL-
Master (IOLM), Cassini (CAS) and Pentacam (PTC) devices. The dotted lines show the limits of agreement (±1.96SD). Concerning the Pentacam
system, the equivalent keratometric astigmatism (EKA) were considered as the total keratometric astigmatism.
4. DISCUSSION
The aim of the current study was to analyze the differences
between  three  different  commercially  available  devices  in
terms  of  standard  and  total  keratometric  measurements,
assessing the level of interchangeability between them in eyes
with  a  healthy  cornea  combined  with  or  without  cataract.
Specifically,  the  measurements  provided  by  the  IOL-Master
700, Cassini, and Pentacam HD systems have been compared,
which are devices that have been shown to provide repeatable
measurements of corneal power in healthy eyes [15, 20 - 24].
The study of these differences is relevant as they can lead to
clinically  significant  inaccuracies  in  IOL  power  calculations
and consequently, to the presence of unexpected postoperative
residual  refractive  errors  after  cataract  surgery.  A  0.5-D
difference  in  the  corneal  plane  induces  a  difference  of  more
than 0.5 D (about 0.73 D) in the IOL plane [25].
4.1. Comparison of Standard Keratometric Measures of the
Three Devices
Significantly  higher  values  of  standard  keratometric
readings were obtained with the IOL-Master compared to the
other  two  devices.  These  differences  were  also  clinically
relevant, with ranges of agreement between devices over 0.50
D. Therefore, the keratometric readings provided by these three
devices cannot be used as interchangeable. This is consistent
with  the  results  of  a  previous  comparative  study  of
keratometric measurements provided by the IOL-Master 500,
Cassini, and Pentacam systems [26]. These authors confirmed
that  the  previous  model  of  the  IOL-Master  system  (500)
provided  steeper  curvature  measurements,  compatible  with
higher  corneal  power  values,  as  compared  to  Cassini  and
Pentacam systems in healthy eyes [26]. Muzyka-Wozniak et al.
[27] also found flatter curvature values with the Pentacam sys-
tem in comparison with IOL-Master, as well as other authors in
other  comparative  studies  [28  -  30].  However,  Hidalgo  and
colleagues  [23]  obtained  steeper  central  curvatures  with  the
Cassini  system compared  to  values  obtained  with  a  Placido-
based system and the Scheimpflug based device Pentacam HR.
Several  factors  may  account  for  the  clinically  relevant
differences in standard keratometry between devices, with the
area  of  analysis  used  for  the  calculation  of  keratometric
measurements being one of them. It should be considered that
keratometry is calculated for a 3-mm area with the Pentacam
and Cassini topography systems, whereas calculations with the
IOL-Master system are performed for a 2.5-mm optical zone.
Likewise, the use of different mathematical approaches for the
keratometric  estimation  may  explain  these  statistically  and
clinically  significant  differences  between  devices.
4.2.  Comparison  of  Total  Keratometric  Measures  of  the
Three Devices
As  happened  with  standard  keratometry,  significantly
higher values of total keratometric readings were obtained with
the  IOL-Master  compared  to  Cassini  and  Pentacam systems.
This  is  consistent  with  the  results  of  previous  comparative
studies  of  Cassini  and  Scheimpflug  imaging-based
topographers,  confirming  the  presence  of  statistically
significant differences in total corneal power among these two
technologies [16, 31, 32]. Besides differences in the algorithms
used for the calculation of total power among devices, the main
factor  contributing  to  discrepancies  in  total  corneal  power
seems  to  be  the  different  measures  of  posterior  corneal
curvature  provided  by  each  device  evaluated.  A trend  of  the
Cassini system of obtaining flatter posterior corneal curvature
measurements  compared  to  those  provided  by  the  Pentacam
system has been consistently reported [22].  More research is
still  needed  to  understand  and  find  the  exact  reason  for  this
relevant  discrepancy  in  posterior  corneal  curvature  measure-
ments  between  color  light-emitting  diode  and  Scheimpflug
imaging  technologies.
4.3.  Comparison  of  Standard  and  Total  Corneal
Astigmatism Measures of the Three Devices
Finally, statistically significant differences among devices
have  also  been  found in  the  magnitude  of  standard  and  total
keratometric astigmatism, with the highest values provided by
the Cassini system. Likewise, these differences have also been
found  to  be  clinically  relevant,  with  ranges  of  agreement
between measurement systems over 0.45 D. This contrasts with
the previous series showing no clinically relevant differences in
anterior  corneal  astigmatism  between  Cassini  and  Pentacam
systems [15, 16, 23]. Another comparative study between IOL-
Master 500, Cassini, and Pentacam detected differences in the
limit  of  statistical  significance  among  devices  for  anterior
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keratometric  astigmatism  measures,  but  they  were  clinically
relevant according to the Bland-Altman analysis [26]. Concer-
ning total keratometric astigmatism measurements, differences
among  Pentacam  and  Cassini  systems  were  found  to  be
statistically  significant  as  well  as  clinically  relevant  [15,  16,
26].  This  suggests  that  one  of  the  critical  factors  leading  to
relevant  differences  in  the  calculation  of  total  corneal  astig-
matism among Pentacam and Cassini is the different modes of
both technologies of characterizing the posterior corneal shape.
In any case, the use of different mathematical approaches with
each device  evaluated  for  calculating the  combined effect  of
anterior and posterior corneal optical surfaces can also have a
very  relevant  influence  on  astigmatic  discrepancies  between
devices.  These  differences  should  be  considered  in  clinical
practice  when  using  total  corneal  power  and  astigmatism
measures  for  a  different  purpose,  such  as  IOL  power  calcu-
lations.
CONCLUSION
In conclusion, standard and total keratometric readings and
astigmatism measures obtained with IOL-Master 700, Cassini,
and Pentacam systems cannot be used interchangeably, as there
are statistically significant and clinically relevant differences
among devices. Therefore, if the data of these three systems are
used for toric IOL power calculations, significant differences
can  be  expected.  Specifically,  the  IOL-Master  700  system
provides  higher  corneal  power  measurements  than  the  other
two devices, whereas the Cassini topographer provides a higher
magnitude  of  anterior  and  total  corneal  astigmatism.  Future
studies should be conducted to characterize the impact of the
differences in the estimation of corneal power and astigmatism
among devices  on  the  refractive  predictability  achieved with
different toric IOLs. This type of study would allow defining
the best corneal evaluation approach for optimizing toric IOL
power calculations.
ETHICS  APPROVAL  AND  CONSENT  TO
PARTICIPATE
This  study  was  approved  by  the  Ethics  Committee  of
Vithas  Eurocanarias,  Alicante,  Spain  under  approval  no.
(CASSINI-19-01).
HUMAN AND ANIMAL RIGHTS
No Animals were used in this research. All human research
procedures  followed  were  in  accordance  with  the  ethical
standards  of  the  committee  responsible  for  human
experimentation  (institutional  and  national),  and  with  the
Helsinki  Declaration  of  1975,  as  revised  in  2013.
CONSENT FOR PUBLICATION
Informed  consent  was  obtained  from  all  individual
participants  included  in  the  study.
AVAILABILITY OF DATA AND MATERIALS
Not applicable.
FUNDING
The  author,  David  P  Piñero,  has  been  supported  by  the
Ministry of Economy, Industry, and Competitiveness of Spain
within the program Ramón y Cajal, RYC-2016-20471.
CONFLICTS OF INTEREST
The authors have no proprietary or commercial interest in
the medical devices that are involved in this manuscript.
ACKNOWLEDGEMENTS
Declared None.
REFERENCES
Kessel L, Andresen J,  Tendal B, Erngaard D, Flesner P, Hjortdal J.[1]
Toric  intraocular  lenses  in  the  correction  of  astigmatism  during
cataract  surgery:  A  systematic  review  and  meta-analysis.
Ophthalmology  2016;  123(2):  275-86.
[http://dx.doi.org/10.1016/j.ophtha.2015.10.002] [PMID: 26601819]
Solomon KD, Sandoval HP, Potvin R. Evaluating the relative value of[2]
intraoperative  aberrometry  versus  current  formulas  for  toric  IOL
sphere,  cylinder,  and  orientation  planning.  J  Cataract  Refract  Surg
2019; 45(10): 1430-5.
[http://dx.doi.org/10.1016/j.jcrs.2019.05.023] [PMID: 31564316]
Piñero DP, Caballero MT, Nicolás-Albujer JM, de Fez D, Camps VJ.[3]
A  new  approach  for  the  calculation  of  total  cornea  astigmatism
considering  the  magnitude  and  orientation  of  posterior  corneal
astigmatism  and  thickness.  Cornea  2018;  37(6):  720-6.
[http://dx.doi.org/10.1097/ICO.0000000000001577]  [PMID:
29538100]
Camps  VJ,  Pinero  Llorens  DP,  de  Fez  D,  et  al.  Algorithm  for[4]
correcting the keratometric estimation error in normal eyes. Optom Vis
Sci 2012; 89(2): 221-8.
[http://dx.doi.org/10.1097/OPX.0b013e31823ac694]  [PMID:
22105333]
Savini  G,  Versaci  F,  Vestri  G,  Ducoli  P,  Næser  K.  Influence  of[5]
posterior corneal astigmatism on total corneal astigmatism in eyes with
moderate to high astigmatism. J Cataract Refract Surg 2014; 40(10):
1645-53.
[http://dx.doi.org/10.1016/j.jcrs.2014.01.046] [PMID: 25175270]
Koch DD, Ali  SF,  Weikert  MP, Shirayama M, Jenkins R,  Wang L.[6]
Contribution  of  posterior  corneal  astigmatism  to  total  corneal
astigmatism.  J  Cataract  Refract  Surg  2012;  38(12):  2080-7.
[http://dx.doi.org/10.1016/j.jcrs.2012.08.036] [PMID: 23069271]
Miyake T,  Shimizu K,  Kamiya K.  Distribution of  posterior  corneal[7]
astigmatism  according  to  axis  orientation  of  anterior  corneal
astigmatism.  PLoS  One  2015;  10(1)e0117194
[http://dx.doi.org/10.1371/journal.pone.0117194] [PMID: 25625283]
Canovas  C,  Alarcon  A,  Rosén  R,  et  al.  New  algorithm  for  toric[8]
intraocular  lens power calculation considering the posterior  corneal
astigmatism. J Cataract Refract Surg 2018; 44(2): 168-74.
[http://dx.doi.org/10.1016/j.jcrs.2017.11.008] [PMID: 29525618]
Reitblat  O,  Levy  A,  Kleinmann  G,  Abulafia  A,  Assia  EI.  Effect  of[9]
posterior corneal astigmatism on power calculation and alignment of
toric  intraocular  lenses:  Comparison  of  methodologies.  J  Cataract
Refract Surg 2016; 42(2): 217-25.
[http://dx.doi.org/10.1016/j.jcrs.2015.11.036] [PMID: 27026445]
Eom Y, Ryu D, Kim DW, et al. Development of a program for toric[10]
intraocular lens calculation considering posterior corneal astigmatism,
incision-induced  posterior  corneal  astigmatism,  and  effective  lens
position. Graefes Arch Clin Exp Ophthalmol 2016; 254(10): 1977-86.
[http://dx.doi.org/10.1007/s00417-016-3446-3] [PMID: 27541160]
Abulafia  A,  Hill  WE,  Franchina  M,  Barrett  GD.  Comparison  of[11]
methods  to  predict  residual  astigmatism  after  intraocular  lens
implantation.  J  Refract  Surg  2015;  31(10):  699-707.
[http://dx.doi.org/10.3928/1081597X-20150928-03]  [PMID:
26469077]
Goggin M, Zamora-Alejo K, Esterman A, van Zyl L. Adjustment of[12]
anterior corneal astigmatism values to incorporate the likely effect of
posterior  corneal  curvature  for  toric  intraocular  lens  calculation.  J
Refract Surg 2015; 31(2): 98-102.
[http://dx.doi.org/10.3928/1081597X-20150122-04]  [PMID:
25735042]
Abulafia A, Koch DD, Wang L, et al. New regression formula for toric[13]
intraocular  lens  calculations.  J  Cataract  Refract  Surg  2016;  42(5):
663-71.
[http://dx.doi.org/10.1016/j.jcrs.2016.02.038] [PMID: 27255241]
Srivannaboon S, Chirapapaisan C. Comparison of refractive outcomes[14]
using conventional  keratometry or  total  keratometry for  IOL power
calculation  in  cataract  surgery.  Graefes  Arch  Clin  Exp  Ophthalmol
2019; 257(12): 2677-82.
66   The Open Ophthalmology Journal, 2020, Volume 14 Carreras et al.
[http://dx.doi.org/10.1007/s00417-019-04443-7] [PMID: 31486917]
Piñero  DP,  Molina-Martín  A,  Camps  VJ,  de  Fez  D,  Caballero  MT.[15]
Validation  of  corneal  topographic  and  aberrometric  measurements
obtained by color light-emitting diode reflection topography in healthy
eyes. Graefes Arch Clin Exp Ophthalmol 2019; 257(11): 2437-47.
[http://dx.doi.org/10.1007/s00417-019-04453-5] [PMID: 31482276]
García-García  Á,  Melián  R,  Carreras  H,  Rodríguez-Hernández  V,[16]
Reñones  J,  Estévez  B.  Corneal  dioptric  power  and  astigmatism:  A
comparison between colour light-emitting diode based (CassiniTM) and
Scheimpgflug  technology  (PentacamTM)  topography.  Arch  Soc  Esp
Oftalmol 2019; 94(6): 273-80.
[http://dx.doi.org/10.1016/j.oftale.2018.11.014] [PMID: 30878244]
Akman A, Asena L, Güngör SG. Evaluation and comparison of the[17]
new  swept  source  OCT-based  IOLMaster  700  with  the  IOLMaster
500. Br J Ophthalmol 2016; 100(9): 1201-5.
[http://dx.doi.org/10.1136/bjophthalmol-2015-307779]  [PMID:
26674777]
Klijn S, Reus NJ, Sicam VA. Evaluation of keratometry with a novel[18]
Color-LED corneal topographer. J Refract Surg 2015; 31(4): 249-56.
[http://dx.doi.org/10.3928/1081597X-20150212-01]  [PMID:
25884580]
Hua  Y,  Zhang  X,  Utheim  TP,  et  al.  Evaluation  of  equivalent[19]
keratometry  readings  obtained  by  Pentacam HR (High  Resolution).
PLoS One 2016; 11(3)e0150121
[http://dx.doi.org/10.1371/journal.pone.0150121] [PMID: 26950834]
Chan  TCY,  Wan  KH,  Tang  FY,  Wang  YM,  Yu  M,  Cheung  C.[20]
Repeatability  and  agreement  of  a  swept-source  optical  coherence
tomography-based  biometer  IOLMaster  700  versus  a  Scheimpflug
imaging-based  biometer  AL-Scan  in  cataract  patients.  Eye  Contact
Lens 2020; 46(1): 35-45.
[http://dx.doi.org/10.1097/ICL.0000000000000603]  [PMID:
30985487]
Bullimore  MA,  Slade  S,  Yoo  P,  Otani  T.  An  evaluation  of  the[21]
IOLMaster 700. Eye Contact Lens 2019; 45(2): 117-23.
[http://dx.doi.org/10.1097/ICL.0000000000000552]  [PMID:
30325761]
Piñero DP, Camps VJ, de Fez D, García C, Caballero MT. Validation[22]
of posterior corneal curvature measurements with color light-emitting
diode  topography.  Eur  J  Ophthalmol  2019;  112067211987
07381120672119870738  Epub  ahead  of  print
[http://dx.doi.org/10.1177/1120672119870738] [PMID: 31432704]
Hidalgo  IR,  Rozema  JJ,  Dhubhghaill  SN,  Zakaria  N,  Koppen  C,[23]
Tassignon  MJ.  Repeatability  and  inter-device  agreement  for  three
different  methods  of  keratometry:  Placido,  Scheimpflug,  and  color
LED corneal topography. J Refract Surg 2015; 31(3): 176-81.
[http://dx.doi.org/10.3928/1081597X-20150224-01]  [PMID:
25751834]
Ventura  BV,  Al-Mohtaseb  Z,  Wang  L,  Koch  DD,  Weikert  MP.[24]
Repeatability  and  comparability  of  corneal  power  and  corneal
astigmatism obtained from a point-source color light-emitting diode
topographer,  a  Placido-based  corneal  topographer,  and  a  low-
coherence  reflectometer.  J  Cataract  Refract  Surg  2015;  41(10):
2242-50.
[http://dx.doi.org/10.1016/j.jcrs.2015.11.003] [PMID: 26703301]
Piñero  DP,  Soto-Negro  R,  Ruiz-Fortes  P,  Pérez-Cambrodí  RJ,[25]
Fukumitsu  H.  Analysis  of  intrasession  repeatability  of  ocular
aberrometric measurements and validation of keratometry provided by
a  new  integrated  system  in  mild  to  moderate  keratoconus.  Cornea
2019; 38(9): 1097-104.
[http://dx.doi.org/10.1097/ICO.0000000000002034]  [PMID:
31246681]
Molina-Martín  A,  Piñero  DP,  Caballero  MT,  de  Fez  D,  Camps  VJ.[26]
Comparative analysis of anterior corneal curvature and astigmatism
measurements obtained with three different devices. Clin Exp Optom
2019. Epub ahead of print
[http://dx.doi.org/10.1111/cxo.13002] [PMID: 31769081]
Muzyka-Woźniak  M,  Oleszko  A.  Comparison  of  anterior  segment[27]
parameters  and  axial  length  measurements  performed  on  a
Scheimpflug  device  with  biometry  function  and  a  reference  optical
biometer. Int Ophthalmol 2019; 39(5): 1115-22.
[http://dx.doi.org/10.1007/s10792-018-0927-x] [PMID: 29700651]
Shajari M, Cremonese C, Petermann K, Singh P, Müller M, Kohnen T.[28]
Comparison of axial length, corneal curvature, and anterior chamber
depth  measurements  of  2  recently  introduced  devices  to  a  known
biometer. Am J Ophthalmol 2017; 178: 58-64.
[http://dx.doi.org/10.1016/j.ajo.2017.02.027] [PMID: 28263734]
Visser N, Berendschot TTJM, Verbakel F, de Brabander J, Nuijts RM.[29]
Comparability and repeatability of corneal astigmatism measurements
using  different  measurement  technologies.  J  Cataract  Refract  Surg
2012; 38(10): 1764-70.
[http://dx.doi.org/10.1016/j.jcrs.2012.05.036] [PMID: 22999600]
Reuland MS, Reuland AJ, Nishi Y, Auffarth GU. Corneal radii and[30]
anterior chamber depth measurements using the IOLmaster versus the
Pentacam. J Refract Surg 2007; 23(4): 368-73.
[http://dx.doi.org/10.3928/1081-597X-20070401-09]  [PMID:
17455832]
Lu  W,  Miao  Y,  Li  Y,  Hu  X,  Hu  Q,  Huang  J.  Comparison  of[31]
multicolored  spot  reflection  topographer  and  Scheimpflug-Placido
system in corneal power and astigmatism measurements with normal
and post-refractive patients. J Refract Surg 2019; 35(6): 370-6.
[http://dx.doi.org/10.3928/1081597X-20190510-01]  [PMID:
31185102]
Lee  JH,  Lee  YW,  Lee  JS,  Knorz  MC,  Auffarth  GU,  Choi  CY.[32]
Comparison of color light-emitting diode corneal topographer and dual
rotating  Scheimpflug-Placido  topographer.  J  Ophthalmol  2018;
20186764805
[http://dx.doi.org/10.1155/2018/6764805] [PMID: 30687546]
© 2020 Carreras et al.
This is an open access article distributed under the terms of the Creative Commons Attribution 4.0 International Public License (CC-BY 4.0), a copy of which is
available at: https://creativecommons.org/licenses/by/4.0/legalcode. This license permits unrestricted use, distribution, and reproduction in any medium, provided the
original author and source are credited.
